کارگاه‌های آموزشی مرکز اطلاعات علمی

مقاله نویسی علوم انسانی

اصول تنظیم قراردادها

آموزش مهارت های کاربردی در تدوین و چاپ مقاله
Retained jailed wire: a case report and literature review
Masoud Pourmoghaddas(1), Omid Hashemi Fard(2)

Abstract
Side branch wiring is not infrequently used to protect side branch flow after main vessel stenting. Rarely, it becomes difficult to retrieve the jailed wire behind the stent and therefore it may even be detached and remained in the circulation. This article presents a report of such a case and reviews treatment options.

Keywords: Jailed wire, Stent, Retrieval.

ARYA Atherosclerosis Journal 2011, 7(3): 129-131
Date of submission: 16 Mar 2011, Date of acceptance: 15 Aug 2011

Introduction
Wires in side branches may remain and detach behind the stent during main vessel stenting. Several treatment options have been put forward.1-3

Case Report
The patient was a 65 year old male who developed extensive anterior wall myocardial infarction seven years earlier while in excellent medical condition. He had no traditional risk factors except cigarette smoking. Coronary angiography at that time revealed severe (90%) stenosis of left anterior descending artery (LAD) mid-portion, significant stenosis of LAD distal portion and significant stenosis of origin of diagonal branch. Plain balloon angioplasty of diagonal branch and distal LAD and predilation and stenting of LAD mid portion were planned for another session. Two 0.014 guidewires were inserted in LAD and diagonal branches. Plain balloon angioplasty of diagonal branch was done using a 2.0-20 balloon (Voyager, Guidant, Indianapolis, IN, USA). Then, distal lesion of LAD was opened by a 3.0-15 balloon (Voyager, Guidant, Indianapolis, IN, USA) using nominal atmosphere pressure. The proximal lesion of LAD was primarily predilated with a 3.0-14 balloon (Voyager, Guidant, Indianapolis, IN, USA) and then stented with a 3.0-15 stent (Cypher, Cordis Corp., Miami, Florida, USA) at a pressure of 16 atmospheres. In the final angiogram both LAD and diagonal branches were completely open. However, while the guidewires were being pulled back from the coronary arteries at the end of the procedure, diagonal guidewire was trapped and its distal radiopaque segment was separated and remained behind the LAD stent. Since the patient's homodynamic condition was stable and the retained guidewire did not impair the blood flow in LAD or diagonal branch, no further action was made and the patient was sent to post-catheterization unit. The patient was discharged home the day after.

After discharge the patient was followed regularly and he did not show any signs of ischemia. Therefore, no further actions were performed.

In September 2006, the patient was hospitalized because of inferior wall myocardial infarction for which tissue-type plasminogen activator (tPA) was administered with good results. In coronary angiography, right coronary artery was found to have significant stenosis at mid-portion which was addressed by percutaneous coronary intervention (PCI). In coronary angiography of left system, left anterior descending and diagonal branches were completely patent. The retained broken jailed wire was

Figure 1. Retained jailed wire seven years after PCI.
still in place with no displacement in comparison with previous coronary angiography (Figure 1). The patient has remained in stable cardiac condition until now.

Discussion

Broken retained guidewires in coronary arteries are very infrequently encountered in medical practice and since they are reported only in case reviews, no evidence-based approach has been put forward regarding their optimal management. The first cases of broken guidewires were reported in 1980 while the main treatment option was surgery.1 Despite production of more flexible and high quality guidewires, the incidence of this complication has not been reduced. With technical improvements, physicians began to tackle with more complex cases, so the risk of wire entrapment remains the same or is even increased. Remaining of segments of guidewires (especially their metallic part) may predispose thrombus formation with its well-known sequels, i.e. systemic emboli and coronary thrombosis. Hardware retained in the lumen of a coronary vessel will generally serve as a nidus for endothelial injury and platelet deposition, putting the vessel at risk for acute thrombosis.2 Some situations increase the risk of guidewire rupture during its retrieval from behind the stent. First of all, guidewire detachment (especially its radiopaque portion) is more common with so-called hydrophilic wires, so these types of guidewires should not be used as a jailed wire in treatment of bifurcation lesions. Secondly, this condition is more common when the guidewire is jailed between overlapping parts of stents. Stenting of calcified and tortuous parts of vessels also increases shear force during wire retrieval and therefore the chance of wire detachment.3

Based on available literature, treatment options for this complication depend on the site of entrapment and clinical sequels of the foreign body and are divided to conservative management, interventional techniques, and surgery.

Conservative management is appropriate when risks of intervention outweigh its benefits in a particular patient. It is logical to leave a radiopaque part of a guidewire in a small side branch which had no clinical sequels (this segment of guidewire is less thrombogenic than its metallic peers). Several reports have confirmed short- and long-term safety and efficacy of this method in this group of patients making sure that a small part of a guidewire has been retained in a not so big side branch.

Unfortunately, the total length of retained guidewire is not always discernable in fluoroscopy1 and its distal radiopaque segment may be the peak of an iceberg with its metallic part remaining in the main branch and even in aortic bulb or aorta. In this case, the wire must be retrieved by either interventional or surgical routes since remaining of thrombogenic proximal part of the guidewire may provoke thrombotic sequels.

Interventional techniques include retrieval of segments of guidewire by manufactured snares, homemade snares, paired guidewires knotted together, Dotter basket snares, FilterWires, and retrieval forceps.1-12 Both proximal part and radiopaque distal part have been reported to be successfully captured by snares, depending on visibility and accessibility of each part. Choice of the retrieval device and its size depends on spatial orientation and anatomical position of the guidewire. If endovascular retrieval of retained guidewire was impossible or it is thought that aggressive maneuvers for its retrieval may impose further endothelial damage, surgery will become an alternative option with unproven safety and efficacy. It must be especially taken into account if for some reasons revascularization of patient seems incomplete by interventional procedures.13

In our patient, the radiopaque portion of the guidewire was retained in a not so big side branch. In addition, careful evaluation of cine films showed no part of guide wire in LAD and aorta and it seemed that the guidewire was ruptured exactly near its exit point behind LAD stent. Therefore, it was reasonable to leave it in place without further action. Coronary angiography seven years later proved safety of this approach at least for that period of time.

Conflict of Interests

Authors have no conflict of interests.

References


کارگاه‌های آموزشی مرکز اطلاعات علمی

مقاله نویسی علوم انسانی

اصول تنظیم قراردادها

آموزش مهارت های کاربردی در تدوین و چاپ مقاله