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INTRODUCTION

Protection against solar ultraviolet (UV) radiation is 
an important health concern.[1] UV radiation is part of 
sunlight spectrum and covers a range of wavelengths 
from 100 to about 400 nm which is broken down into 
three regions: UV‑C (200‑290 nm), UV‑B (290‑315 nm), 
and UV‑A (315‑400 nm). UV‑C rays are completely 
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absorbed by the ozone layer in the upper atmosphere 
and do not reach the surface of the earth.[2]

Exposure to UV radiation may lead to a spectrum 
of eye diseases.[3‑6] The term Ophthalmoheliosis is used 
to describe any eye disorder caused by, or related to, 
sunlight exposure.[7] Several studies have demonstrated 
abnormalities in the eyelids, cornea, conjunctiva and 
iris after UV‑B exposure[8] and suggested a correlation 
between UV‑B exposure, and cataracts and age‑related 
macular degeneration.[6,9‑12]

Ozone depletion due to recent environmental changes 
may increase exposure to UV radiation.[13] There are 
several ways to reduce the risk of potential UV radiation 
damage to the eyes, such as avoidance of direct sunlight 
exposure, use of UV‑blocking eyewear (sunglasses) and 
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UV‑blocking contact lenses. UV‑blocking contact lenses 
which cover the limbus provide protection from all 
sources of incident UVR[14] and also help block peripheral 
light which sunglasses cannot block.[15,16]

Standards provide information on requirements, 
specifications, guidelines or characteristics regarding 
a given subject.[17] One of the common standards used 
for UV transmission of contact lenses is the ANSI 
Z80.20 provided by the American National Standards 
Institute (ANSI). According to this standard, there are 
two different classifications of UV‑blocking lenses. 
Class 1 contact lenses block 90% of UV‑A rays and 99% 
of UV‑B rays, while class 2 contact lenses, block 70% of 
UV‑A and 95% of UV‑B radiation. As class 2 blockers 
transmit UV rays, they are recommended for general 
environments.[18]

The present study was designed to evaluate whether 
available UV‑blocking soft contact lenses can meet the 
ANSI Z80.20 criteria for UV (A and B) transmittance and 
protect the eyes against solar UV rays.

METHODS

This cross sectional study included four types of soft 
contact lenses including Acuvue Oasys (Johnson & 
Johnson, Ireland), Acuvue 2 (Johnson & Johnson, Ireland), 
Zeiss CONTACT Day 30 (Zeiss, Germany), and Sauflon 
55 UV (Sauflon, UK). All lenses were selected randomly, 
and their optical power was ‑3.00 diopters (D). The 
characteristics of the lenses are detailed in Table 1. The 
study was conducted in a laboratory, the Ophthalmic 
Lens Verification Center (OLVCR), at Shahid Baheshti 
University of Medical Sciences, a collaborating laboratory 
for the Iranian National Standard Organization (ISNO).

Measurement of UV transmittance spectra was 
performed using a spectrophotometer (Cecil instruments, 
UK). A contact lens holder and cell were designed to 
ensure that the soft contact lens remained in saline in a 
stable and hydrated state throughout the measurement 
process. Before each test, the baseline transmittance of 
the reference cell was measured and recorded. The cell 
was a cube‑shaped glass with opaque sides except for 
two clear sides with dimensions of 12.5 × 12 × 45 mm3. 
The cell was placed and fixed in the holder, and then 
both were inserted in the dark space of the instrument. 
The mentioned space was closed with a shield to prevent 

interference with external light. Baseline recording was 
the reference and taken without the contact lens. After 
recording the baseline, each contact lens was removed 
from the blister pack or vial using tweezers, inserted 
into the measurement cell of the holder and the test was 
repeated.

The scan was performed at 0.5 nm intervals at a speed 
of 10 nm/seconds (s) for the waveband 290–400 nm 
and with an optical bandwidth of 4nm. Spectral 
transmittance (UVA, UVB) was measured three times for 
each of the three lenses evaluated from the four different 
brands and compared to values set by the ANSI Z80.20 
standards for class 2 UV blocking contact lenses.

Data  was  analyzed us ing SPSS Stat is t ics 
software (Version 17.00, IBM Co. USA). One‑way 
ANOVA was used to compare mean UVB and UVA 
transmissions for UV‑blocking soft contact lenses 
versus the standard values. P < 0.05 were considered 
as statistically significant. Multiple comparisons were 
employed to make pairwise comparisons for each 
waveband among the different contact lenses.

RESULTS

UVA and UVB transmittance of four UV‑ blocking 
soft contact lenses (Acuvue Oasys, Acuvue 2, Sauflon 
55 UV and Zeiss CONTACT Day 30) were evaluated. 
The results of UVA and UVB transmission from contact 
lenses are summarized in Table 2. Each entry at this table 
is the average of nine values (three lenses from each 
brand and three experiments on each lens).

Acuvue Oasys showed the lowest transmittance 
of UV‑B (0.24%) while Zeiss CONTACT had the 
highest transmittance (10.37%). Acuvue 2 and Sauflon 
55 UV had UV‑B transmittance of 1.46% and 2.52%, 
respectively [Figures 1 and 2]. UV‑A transmittance 
values for Acuvue Oasys and Acuvue 2 were 20.81% and 
33.49%, respectively. Sauflon 55 UV and Zeiss CONTACT 
Day 30 had higher UV‑A transmittance values of 42.53% 
and 44.03%, respectively [Figures 1 and 3].

One‑way ANOVA statistical analysis showed a 
statistically significant difference among the tested 
contact lenses in terms of UVB (P < 0.001) and 
UVA (P < 0.001) transmission.

Multiple comparisons using the Tukey HSD test 
showed that the difference between the two sets of 

Table 1. Characteristics of the four contact lenses

Brand Manufacturer UV marking Material Power 
(D)

BC 
(mm)

CT 
(mm)

WC 
(%)

Acuvue Oasys Johnson & Johnson, Ireland UV blocking Senofilcon A −3.00 8.4 0.07 38
Acuvue 2 Johnson & Johnson, Ireland UV blocking Etafilcon A −3.00 8.7 0.08 58
Sauflon 55 UV Sauflon, UK UV blocking Methafilcon A −3.00 8.6 0.07 55
Contact Day 30 Zeiss, Germany UV blocking Ocufilcon F −3.00 8.6 0.10 55
BC, base curve; WC, water content; CT, central thickness; UV, ultraviolet; mm, millimetre; D, diopter
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data was statistically significant at a 95% significance 
level (α = 0.05). The differences among UVB spectra 
were significant for all pairwise comparisons between 
tested contact lenses (P < 0.001). The differences between 
the UVA spectra were statistically significant for the 
Acuvue Oasys compared to Acuvue 2 (P < 0.006). This 
was also true for the Acuvue Oasys versus the Zeiss 
CONTACT Day 30 and Sauflon 55 UV (P < 0.001 for 
both comparisons). There was no significant difference 
in other pairwise comparisons.

DISCUSSION

In the present study, UVB and UVA transmittance values 
of four different UV‑blocking soft contact lenses were 
compared to ANSI standards for UV transmittance of 
Class 2 UV‑blocking contact lenses. UVC transmittance 
was ignored because it is not considered in the 
standard.[18] We included two brands of contact lenses 
which have not previously been studied, i.e. Zeiss 
CONTACT Day 30 and Sauflon 55 UV.

Our results showed that different amounts of UV 
were transmitted by various contact lenses, although 
some values were comparable [Figure 1]. The main 
reason for different transmission of UV through contact 
lenses is different UV absorber materials used for their 
manufacture [Table 1].

UVB transmittance values for Acuvue Oasys and 
Acuvue 2 contact lenses were in good agreement with the 
manufacturer;[19] however, our results showed that UVA 
transmittance values for Acuvue Oasys and Acuvue 
2 were higher than the company’s claim at 10% and 
21%, respectively. We have no information regarding 
instrumentation and experimental procedure employed 
by the company, thus the different findings may be due 
differences in the instrument and methods.

UVA transmittance values for the Acuvue Oasys 
and Acuvue 2 contact lenses corresponded well with 
values published in a recent study by Osuagwu et al[20] 
before and after wearing the mentioned lenses; however 
for UVB, agreement was present only for the Acuvue 
Oasys. The small observed difference is probably due 
to the formation of biofilms on the contact lens surface 
following wearing.[20] The main reason for similarity of 
the results is due to comparable protocols used in the 

two studies. Other tested brands in the two studies were 
different.

There was considerable similarity between our results 
and those reported by Mohammadinia et al regarding 
Acuvue 2 and Acuvue Oasys contact lenses.[21] The 
small difference between the studies may be due to 
different thickness and power of tested contact lenses, 
and different instruments. Mohammadinia et al used 
a transmittance meter and contact lenses with ‑1.50D 
power, while in the current study, we employed a 
spectrophotometer and contact lenses with ‑3.00D power 
resulting in more accurate and acceptable findings. In the 
study by Mohammadinia et al, only the Acuvue Oasys 
contact lens met the UVB ANSI criteria; however in 
our study, both the Acuvue 2 and Acuvue Oasys lenses 

Table 2. Ultraviolet‑A and ultraviolet‑B transmission in 
four contact lenses

Brand UV‑B (%) UV‑A (%)

Acuvue 2 1.46±0.26 33.49±37.92
Acuvue Oasys 0.24±0.33 20.81±33.54
Sauflon 55 UV 2.52±0.86 42.53±35.90
Zeiss Contact Day 30 10.37±1.12 44.03±35.08
UV, ultraviolet

Figure 1. UV transmittance in tested contact lenses.

Figure 2. UVB transmittance (%) of tested UV‑blocking soft 
contact lenses.

Figure 3. UVA transmittance (%) of tested UV‑blocking soft 
contact lenses.
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fulfilled the UVB ANSI criteria. Moreover, both UVB and 
UVA ANSI criteria were met by Acuvue Oasys.

The results of previous studies on transmittance 
properties of Acuvue 2 UV blocking soft contact lenses 
are comparable to ours.[22‑24] Although the nature of those 
studies are basically different from our method, there is 
an agreement on effectiveness of UV blocking soft contact 
lenses to eliminate harmful UV rays.

Considering UV transmission of the Acuvue Oasys, 
Moore and Ferreira reported findings consistent with 
ours.[25] The instrumentation and experimental procedure 
used in the studies such as the use of a wet cell and 
similar powers of tested lenses, are considered as the 
main reasons for the agreement.

Since we could not find any article reporting the UV 
transmittance of Sauflon 55 UV and Zeiss CONTACT 
Day 3 in the literature, we only report our results for 
these contact lenses. The spectra for evaluated contact 
lenses show that Acuvue 2 and Zeiss CONTACT Day 30 
have a window of transmittance at about 313 nm, while 
Sauflon 55 UV has a window of transmittance at about 
318 nm region. We did not find any definite window of 
transmittance for the Acuvue Oasys.

For UVB radiation, the Acuvue 2, Acuvue Oasys and 
Sauflon 55 UV contact lenses met the ANSI standard 
criteria because all of them transmitted less than 5% of the 
spectrum [Figure 2]; however, for UVA transmittance, 
only the Acuvue Oasys contact lens showed the required 
blocking value and the Acuvue 2 had the closest value 
to Acuvue Oasys [Figure 3].

In summary, we observed that among other tested 
contact lenses, the Acuvue Oasys contact lens meets 
the ANSI criteria for class 2 UV transmittance. Further 
studies on other UV blocking soft contact lenses is 
recommended to distinguish brands which are able to 
meet the ANSI Z80.20 criteria and thus effectively protect 
the eyes against harmful UV rays.

Financial Support and Sponsorship
Nil.

Conflicts of Interest
There are no conflicts of interest.

REFERENCES
1. Ultraviolet Radiation and the INTERSUN Programme, Sun 

Protection. Available from: http://www.who.int/uv/sun_
protection/en/. [Last accessed on 2014 Apr 20].

2. International Commission on Non‑Ionizing Radiation Protection. 
Guidelines on limits of exposure to ultraviolet radiation of 
wavelengths between 180 nm and 400 nm (incoherent optical 
radiation). Health Phys 2004;87:171‑186.

3. Behar‑Cohen F, Baillet G, de Ayguavives T, Garcia PO, 
Krutmann J, Peña‑García P, et al. Ultraviolet damage to the eye 
revisited: Eye‑sun protection factor (E‑SPF®), a new ultraviolet 
protection label for eyewear. Clin Ophthalmol 2014;8:87‑104.

4. Roberts JE. Ultraviolet radiation as a risk factor for cataract and 
macular degeneration. Eye Contact Lens 2011;37:246‑249.

5. Sliney DH. Photoprotection of the eye – UV radiation and 
sunglasses. J Photochem Photobiol B 2001;64:166‑175.

6. Position Statement on Ultraviolet and the Eye. Available from: 
http://www.optometrists.asn.au/LinkClick.aspx?fileticket=L
zIMeZULAnY%3d&tabid=81&language=en‑US. [Last accessed 
2012 Feb 12].

7. Anthony P. UV radiation contact lenses and the ophthalmohelioses. 
Optom Today 2005;1:30‑34.

8. Riley MV, Susan S, Peters MI, Schwartz CA. The effects of 
UV‑B irradiation on the corneal endothelium. Curr Eye Res 
1987;6:1021‑1033.

9. Bergmanson JP, Sheldon TM. Ultraviolet radiation revisited. 
CLAO J 1997;23:196‑204.

10. Taylor HR, West SK, Rosenthal FS, Muñoz B, Newland HS, 
Abbey H, et al. Effect of ultraviolet radiation on cataract 
formation. N Engl J Med 1988;319:1429‑1433.

11. Dillon J, Zheng L, Merriam JC, Gaillard ER. Transmission 
spectra of light to the mammalian retina. Photochem Photobiol 
2000;71:225‑229.

12. Youn HY, Bantseev V, Bols NC, Cullen AP, Sivak JG. In vitro 
assays for evaluating the ultraviolet B‑induced damage in 
cultured human retinal pigment epithelial cells. J Photochem 
Photobiol B 2007;88:21‑28.

13. Ultraviolet Radiation and the INTERSUN Program. Health Effects 
of UV Radiation. Available from: http://www.who.int/uv/
health/en/index.html. [Last accessed on 2014 Feb 20].

14. Brooks CW, Borish IM. Absorptive Lenses. System for Ophthalmic 
Dispensing. 3rd ed. Newton: Butterworth‑Heinemann; 2007. 
p. 527.

15. Walsh JE, Bergmanson JP. Does the eye benefit from 
wearing ultraviolet‑blocking contact lenses? Eye Contact Lens 
2011;37:267‑272.

16. Kwok LS, Kuznetsov VA, Ho A, Coroneo MT. Prevention 
of the adverse photic effects of peripheral light‑focusing 
using UV‑blocking contact lenses. Invest Ophthalmol Vis Sci 
2003;44:1501‑1507.

17. Available from: http://www.iso.org/iso/home/standards.
htm. [Last accessed on 2014 Feb 22].

18. UV Protection with Contact Lenses. Available from: http://www.
aoa.org/x12724.xml. [Last accessed on 2012 Feb 20].

19. UV Protection. Available from: http://www.acuvue.ca/site_en/
uv_protection.htm. [Last accessed on 2012 Feb 20].

20. Osuagwu UL, Ogbuehi KC, Almubrad TM. Changes in ultraviolet 
transmittance of hydrogel and silicone‑hydrogel contact lenses 
induced by wear. Eye Contact Lens 2014;40:28‑36.

21. Mohammadinia M, Rahmani S, Nazari MR, Tabatabaei SM. 
A comparison ultraviolet transmission through soft contact lenses 
available in Iranian market. Qom Univ Med Sci J 2014;8:48‑53.

22. Walsh JE, Bergmanson JP, Saldana G Jr., Gaume A. Can UV 
radiation‑blocking soft contact lenses attenuate UV radiation to 
safe levels during summer months in the southern United States? 
Eye Contact Lens 2003;29 1 Suppl: S174‑S179.

23. Walsh JE, Bergmanson JP, Wallace D, Saldana G, Dempsey H, 
McEvoy H, et al. Quantification of the ultraviolet radiation (UVR) 
field in the human eye in vivo using novel instrumentation and 
the potential benefits of UVR blocking hydrogel contact lens. Br 
J Ophthalmol 2001;85:1080‑1085.

24. Walsh JE, Koehler LV, Fleming DP, Bergmanson JP. Novel 
method for determining hydrogel and silicone hydrogel contact 
lens transmission curves and their spatially specific ultraviolet 
radiation protection factors. Eye Contact Lens 2007;33:58‑64.

25. Moore L, Ferreira JT. Ultraviolet (UV) transmittance characteristics 
of daily disposable and silicone hydrogel contact lenses. Cont Lens 
Anterior Eye 2006;29:115‑122.

[Downloaded free from http://www.jovr.org on Saturday, August 20, 2016, IP: 151.243.101.188]

Arc
hive

 of
 S

ID

www.SID.ir



 

 

https://sid.ir/1791
https://sid.ir/1792
https://sid.ir/1793
https://sid.ir/1795
https://sid.ir/1794
https://sid.ir/1796
https://sid.ir/1702
https://sid.ir/1700
https://sid.ir/1699
https://sid.ir/1698
https://sid.ir/1787

